[Diagnostic value of enzyme immunoassay test for the detection of specific IgM antibodies to measles virus].
The diagnostic value of enzyme immunoassay systems manufactured by different companies was comparatively studied to detect specific IgM antibodies to measles virus. The assay systems were shown to have a high sensitivity. The specificity was higher in the assay systems designed on the capture principle, a type of solid-phase enzyme immunoassay.